Critical evaluation of the reliability and validity of ABPI measurement in leg ulcer assessment.
Clinimetric analysis of the measurement of ABPI by Doppler ultrasound suggests this method is valid and reliable if the practitioner is competent and able to interpret the result within the context of a full clinical assessment.